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SECTION ! 
INTRODUCTION 



GENERAL DESCRIPTION 

1-2. This manual contains instructions necessary to operate and maintain the ND560 
ADC Analog to Digital Converter Module, part number 88-0415, manufactured by 
Nuclear Data, Inc. The ND560 ADC (figure 1-1), is a highly versatile analog to digital 
converter designed for processing amplitude modulated signals such as encountered when 
measuring fast, random phenomenon. It may also be used to sample dc or slowly varying 
voltages. The ADC is a NIM compatible 2~wide module' which may be used singly or in 
combinations providing an analyzer with capability for single or multiparameter analysis. 
Since it is only a 2 -wide module, its use is enhanced where conservation of bin space is 
a requirement. 

1-3. Data acquisition efficiency is enhanced by a 50 MHz digitizing rate. The 
digitizing oscillator is crystal controlled to ensure long term stability. In addition, all 
critical circuitry is temperature compensated to ensure drift-free operation. 

1-4. Conversion gain is selectable in binary increments from 128 to 4096 channels full 
scale. Front panel selection of group size in binary increments from 64 to 4096 allows 
resolution of up to 4096 in a memory group of only 64 channel capacity. . 

1-5. Digital zero shift selection is provided by five toggle switches representing 128, 
256, 512, 1024 and 2048 channels. By placing these switches in the appropriate position, 
the selected channel can be digitally moved to zero, automatically suppressing all previous 
channels. Any combination of switches may be used, providing a maximum zero shift of 
3968 channels. Analog zero is adjustable from to over 50% of full scale by front panel 
coarse and fine zero controls. 

1-6. Both upper and lower level discriminators are variable from to 110% by front panel 
ten-turn potentiometers. Upon acceptance of an event, the lower level discriminator is 
locked out of operation until completion of an ADC cycle. If at the time it is re-enabled, 
the input level is higher than the discriminator threshold (indicating an event at the linear 
gate), the ADC does not accept the event for analysis. The operation of the upper level 
discriminator provides a fast dump feature which rapidly discharges the stretcher and clears 
the ADC either automatically or upon command from an external analyzer. These features 
provide a significant reduction in system dead time. 
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Figure 1-1, ND560 ADC Analog to Digital Converter Module 
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1-7. SPECtFiCATiONS 

1-8. Technical specifications applicable to the ND560 ADC are listed in table 1-1. 
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Table 1-1 . ND560 ADC Technical Specifications 



Characteristic 


I Specification 


Conversion Gain 


128, 256, 51?, 1024 2048 or 4096 channels 




full scale 


Digitizing Rate 


50 MHz on all conversion ranges 


ADC Conversion Time 


6 + 0. 02 N pSec on all conversion ranges 




where n is equal to the number of address 




advances for a aiven innut event Th p fixed 




dead time (6 pSec) includes initial ization, 




pedestal rundown, delay line propagation/ 




nnri nntn finn (Al T*) rnprk pt*p 


Si ann 1 Jnout 




Coupling 


ac or dc, swi tch se 1 ec table 


Ampi i tude 


to +8V, nominal 


Polar! t v ■ 


Pn^ltlvp mnnnnn nr or Inlflnllv nocltlvp 




bipolar. 


Rise Time 


0.2 to 70 pSec 


Duration 


1 pSec, minimum 


Internal Delay 


1 pSec 


Input Impedence 


1000 ohms 


Baseline Restoration 




Type 


Robinson 


Input 


Positive monopolar, operative in ac mode 




only 


Baseline Shift 


Less than 0.1% for a full scale pulse at 




rnndom coutina rntps iid to 25 kH^ 

1 \Jk 1 1 V4 V./I 1 1 WW Willi J-1 1 \A 1 W w W K/ 1 W Xm \J IX 1 1 Z— 


Coincidence or Anticoincidence Input 




Se 1 ection 


C ol nrwdpncip nntipol nrirlpnrp or nnrmrn 

*w vll IviU^I 1 vv^ Ul 1 1 1 UvM 1 wlUCI 1 vU Ul 1 1 \J till K.4 1 




operation 


Amplitude 


3 to 10V, ac or dc coupled 


Polarity 


Positive from 0V reference 


D urati on 


1 uSpc minimum 

■ lw< W W , IllllllltlUIII 


Timing 


Determined by interval adjustment which 




allows coincidence or anticoincidence 




pulse to occur before or after the input 




event. Nominal ly set at 2 pSec. Overlap 




of the input event is not necessary in either 




col nfidpnpp or nntipoinf iHpncp 

vvlUwlM^llvw VI UllllwvlllV#luCllwwt 


Input Impedence 


1000 ohms 


btrobe 


Front panel switch selectable for use in 




measuring slowly varying dc signals or 




rapidly determining the zero energy 




intercept 


Auto Position 


Opens the linear gate for a pre-determined 




time, as selected by the LGT control. 
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Table 1-1. ND560 ADC Technical Specifications (Cont'd) 



Characteristic 



Normal Position 



Zero Suppression 



Upper -and Lower Level Discriminator 



Coarse Zero 



Fine Zero 



Group Selection 



Linearity 

Integral 
Differential 



Stabi lity 



Time 



Temperature 



Live Time/Clock Time Switch 



Specification 



Rate is nominally 8,000 samples per 
second. An external 3 to 10V positive 
strobe pulse, 1 to 10 jjSec in duration, may 
be entered via rear panel BNC to open the 
linear gate for the pre-determined time. 
Pulse rate not to exceed 8,000 samples/Sec. 
Disables internal arid external auto 
strobe. 

Five front panel switches allow binary 
selection of zero suppression from 128 to 
3968 channels. When not in acquire, 
the digital circuitry is live, providing valid 
data commencing with the initial input 
event. 

Adjustable from to 1 10% of full scale by 
front panel ten-turn potentiometers. Both 
upper and lower level discrimination is 
provided in all modes by dc coupling. 
Adjustable from to over 50% of full 
scale by front panel fifteen-turn trim 
potentiometer. 

Adjustable from to 0.5% of full scale 
by front panel ten-turn potentiometer. 
Group size is switch selectable in binary 
increment from 64 to 4096. Allows resolution 
of up to 4096 in a. memory group of only 
64 channel capacity. 

Better than 0.075% over 99% of full scale. 
Less than 1.0% deviation from mean 
channel width over 99% of full scale. 

Less than 0.5 channels per day at stable 

ambient temperature. 

Less than + 0.01% zero shift and less 

than + 0.01% gain shift per 1°C from 

15to40°C. 

Provides selection of live or clock time when 
the ADC is used in the ND2200 or ND4400 
Analyzer System. 
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Table 1-1. ND560 ADC TV ?chnical Specifications (Cont'd) 



Characteristic 

AUT ALT CLR Switch 
OFF Position 



AC 1 Position 



AC2 Position 
LGT Co ntrol 

BLtSY BNC Jl 
SCA BNC J2 



BLOCK BNC J3 



DC STROBE BNC J4 



Specification 



Disables Auto ALT CLR Function* 
When this function is disabled, the ADC 
provides a bad data flag (ALT*) for an 
invalid event which ic cleared upon issuance 
of an external clear ADC signal (CLRADC*). 
Data transferred for an invalid event wil I 
be all zeroes o 

Enables Auto ALT CLR function when the 
ADC is used in the ND4400 or ND50/50 
Analyzer System . When this function is 
enabled, the ADC will automatically 
clear all invalid data and will not issue 
a data ready flag thus eliminating additional 
dead time due to processing of invalid 
event. 

Enables Auto ALT CLR function v/hen the 
ADC is used in the ND2200 or ND2400 
Analyzer System. 

Continously variable from 7 to 70 pSec. 
Must be set such that the linear gate time 
(LGT) exceeds the rise time of the input 
event. 

Provides a signal which resides at +5V when 
the ADC is not busy and at 0V when the 
ADC is busy processing data. 
Provides a nominal +5 to 0V output pulse, 
5 pSec in duration, for every event that 
falls within the limits set by the upper 
and lower level discriminators. 
Requires a 0V signal during the time the 
ADC is not busy but the lower level 
discriminator is triggered to set the bad 
data flag and reject the data Normally 
used with the ND521 N\/R Mixer/Rejector. 
Accepts a positive 3 to 10V pulse, 1 to 10 
p.Sec in duration to open the linear gate for 
the pre-determined time as selected by the 
LGT control. Maximum rate not to exceed 
10 kHz. Input is only accepted when the 
Strobe switch is in the Normal position. 
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Table l-L ND560 ADC Technical Specifications (Cont'd) 





Characteristic 


Specification 


EXT ZERO BNC J5 


Provides connection to the ND Digital 




Stabilizer (normally equipped with a shorting 




BNC). 


EXT GAIN BNC J6 


Provides connection to the ND Digital 




btabihzer (normally equipped with a 




shorting BNC . 


Power Requirements 


+24 Vdc @ 115 mA. 




- 24 Vdc @ 1 15 mA 




+ 12 Vdc @ 840 mA 




- 12 Vdc @ 15 mA 




When a +6 Vdc supply is available, 800 




mA is automatically switched from +12 Vdc 




to +6 Vdc. 


Dimensions 


8.71 "h X 2.68"w x 9.7"d (NIM compatible 




two width module) 


Part Number 


88-0415 . 
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SECTION II 



EQUIPMENT PREPARATION 



2-1. GENERAL 

2-2. This section contains instructions for preparation for use, installation and inter- 
connections and preliminary check-out. 

2-3. . PREPARATION FOR USE 



2-4. UNPACKING AND INSPECTION 

2-5. When unpacking the equipment save the shipping cartons for possible reshipment. 
Visually inspect the equipment for damaged panels, controls, indicators, or connectors. 
If damage is apparent, notify the nearest Nuclear Data representative immediately. 

2-6. INSTALLATION AND INTERCONNECTIONS 



2-7. The ND560 ADC module is designed to be mounted in a Nluclear Data NIM Bin 
equipped with a Bin Power Supply or any compatible NIM Bin. The following is a step- 
by-step installation and interconnection procedure for the ND560 ADC. 

a. Insert the ND560 ADC Module into a compatible NIM bin in such a 
manner as to mate the power connector on the rear of the module with 
a bin power connector. 

NOTE 

Ascertain that the bin power supply powering the ND560 ADC meets 
the power requirements outlined in table 1-1 

b. Connect the ND560 ADC Module to the external Analyzer System 
with a suitable interconnecting cable ascertaining that the signal 
terminations coincide with those outlined in table 4-1 , 
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2-8. CABLE FABRICATION 



2-9. To Interconnect the ND560 ADC with an external analyzer system not manufactured 
by Nuclear Data, it may be necessary to fabricate an interconnecting cable to mate with 
the rear panel 50-pin female connector. The mating connector is an AMP 200276-4 
connector equipped with AMP 201354-1 male pin. The logic input/output signal s, the 
associated pin locations and a brief functional description is listed in table 4-1. 

2-10. If a standard NIM bin and power supply are unavailable, it may be necessary to 
fabricate an interconnecting cable to mate with the 42-pin male power connector on the 
rear panel of the ND560 ADC Module. The mating connector is an AMP 202516-3 connector 
equipped with AMP 202508-1 female pins. The voltages, associated pin location and 
power requirements are listed in table 4-2. 



2-12. The following procedures provide step-by-step instructions to ensure the module 
is ready for normal operation. These procedures should be performed as a matter of routine 
before operating the ND560 ADC. 

a. Set front panel switches and controls as follows: 



2-11. PRELIMINARY CHECK-OUT 



Switch/Control 



Initial Position 



CONVERSION GAIN Switch 



ULD Control 
LLD Control 

ZERO Trim Potentiometer 
FINE ZERO Control 
ZERO SUPPRESSION Switches 
STROBE On/STROBE OFF Switch 
DC/AC Switch 
COIN/NORM/ANTI Switch 



GROUP Switch 




b. Set rear panel switches and controls as follows: 



Switch/Control 



Initial Position 



AUT ALT CLR Switch 
LGT Control 



As desired 

Set at a time greater than the rise time of 
the input event. 
As desired 



LIVE TIME/CLOCK TIME 



c. Set the bin POWER switch to ON. POWER indicator lamp shall light. 
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d. Adjust - FINE ZERO control until storage is observed in channel zero. 

e. Set STROBE ON/STROBE OFF switch to STROBE OFF. 

f. Apply an appropriate signal to the front panel SIGNAL INPUT BNC. 

g. Adjust the LLD control clockwise until storage of a spectrum is obsetved. 
The ADC is now operational and properly zeroed. 
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SECTION li! 
OPERATING INSTRUCTIONS 



3-1. GENERA L 

3-2. This section contains instructions for operating the ND560 ADC, Included are 
control and connector functions and general operational considerations for obtaining 
results in various experimental applications. 

3-3. CONTROL A ND CONNECTOR FUN CTIONS 

3-4. Front panel controls and connectors for the ND560 ADC module are illustrated in 
Figure 3-1. Table 3-1 lists the front panel controls and connectors, and describes their 
function. Rear panel controls and connectors for the ND560 ADC module are illustrated 
in Figure 3-2. Table 3-2 lists the rear panel controls and connectors, and describes 
their function . 



Table 3-1. ND560 ADC Front Panel Control and Connector Functions 



Control/Connector 


Description 


Function 


CONVERSION GAIN 


6-position Rotary 


Position 128, 256, 512, 




Switch 


1024, 2048 or 4096 selects 






the number of channel advance 






pulses produced for a full 






scale input signal . 


GROUP 


7-position Rotary 


Position 64, 128, 256, 




Switch 


512, IK, 2K, or 4K selects 






the memory group size for 






data storage. 


ZERO 


15-turn Trim 


Permits coarse adjustment 




Potentiometer 


of the zero energy intercept 






from to over 50% of ful 1 






scale. 
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Figure 3-1 . ND560 ADC Front Panel Controls and Connectors 
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Table 3^1. HD560 ADC 



Front Panel Control and Connector Functions (Cont'd) 



inn f vci Annnpr tnr 

Vmi UI 1 1 I UI/ Vw< UI If 1 U U 1 u 1 


l~* v O w 1 1 K/l 1 vi 1 


Fi mo t! on 

1 Ul Iwl 1 1 


FINE ZERO 


10"- turn 


Permits fine adjustment of 




Pn tp n f I om p tp r 

l U 1 VI [ 1 1 UI II v IWI 


thp 7prn pnprnv Intpropnt 

n iw v ci iwi y y uiiciwuk/i 






from D to 5% of fiill conlp 


ULD 


1 0— f"i im Pntpntlnmpfpr 

1 \J 1 Ul 1 1 I- U 1 U 1 1 1 I UI I 1 U I vl 


Vj ptprm 1 n p <; fnP mnxlmi im 

L*' V^I^IIIIIIICO i 1 IU 1IIVh4/\IIIIwIIi 






amplitude level of an input 






clnnol which will bp nocpntpd 

o I M 1 i v>4 i vv u i vi i will vj \a w v Ky i v— \jt 






Kv trip AlJt AH 1 1 1 ctci nl p From 






to 110% of full scale 


LLD 


1 0— fi irn Potpntlornpfpr 

1 U lUl 1 1 1 U 1 vl 1 1 I Ul 1 IU 1 U I 


Dpfprminp<; fhp rnlnimum 

\S ul vlillillvO II Iv llllllllllwlll 






rim n 1 1 fi iH p 1 p\/p I of nn mni it 

Ullipi 1 lUUu ICVCI Ul Ul 1 IllMUl 






<;innal which wi hp ncrPDted 

Jl Ul I \A 1 Y¥ 1 1 1 wl 1 Will U U U w tor 1 U U 






by the ADC. Adjustable from 






to 110% of full scale. 


ZERO SUPPRESSION 


Five 2— oosition 

1 IV U tall 1 1 ' I I 


AoDrooriatp oo^itionina of 




Toggle Switches 


these switches permit the 






selected channel (128, 256, 512, 






1024 or 2048) to be digitally 






moved to zero, automatically. 






suppressing all previous 






channe s. Anv combination 






nf ^wltr-hp^ mnv hp ikph 

U 1 uVY 1 1 vl IvtJ 1 1 1 \A J W\y KJ O U U #■ 






providing a maximum zero 






shift of 3968 channels. 


AC/ DC 


2— no*!! H on 


Select 1 ; ac or dc cotjolina of 

U W 1 U U 1 O \wl w U 1 w W w V/U • 1 1 1 y U 1 




Tonolp Switch 


Inmit" Qinnnk nnn ipd tn thp 

1 1 ImU 1 Ol Ml IU I O UMM 1 1 v U IU lilt? 






front oanel SI GNAL INPUT 

1 l Ul II UUI IC 1 Jl 1 N i * L. 1 1 >l 1 \~s 1 






BNC 


STROBE ON/STROBE OFF 


2— nocl fi on 

Am UUOt 1 1 1 


STROBE ON* Opens the 




Toaaie Switch 


linear gate for a pre—determined 






time as selected by the 






1 T control A I co nprmltc 
l* v i vviiiiui i #» i au mc; 1 1 1 1 1 io 






pn trv of nn pxtprnol 3 to 1 Ov 

W 1 1 1 1 V w 1 \A 1 1 1 CI 1 IU 1 V 1 v — ' 1 V V 






ctrOop oiiIqp \/ 1 n tnP rpnr 






panel, DC STROBE BNC 






J4, 1 to 10 pSec in duration, 






to open the linear gate for the 






p re-determined time. 






STROBE OFF: Disables 






internal and external auto 






strobe function. 



3-3 



Table 3-1. ND560 ADC Front Panel Control and Connector Functions (Cont'd) 



ConlTOi/Cnnnpc 1 tor 


D p n d t i on 


Functi on 

I \J I I **** ■ I v** i i 


COIN/NORM/ANTI 


3— posi Hon 


COINt Selects coincidence 




Toggle Switch 


mode of operation using 






signal applied to front 






panel GATE BNC. 






NORM: Splr>rt<; norrnnl 






ADC operation 






ANTI: Selects anticoincidence 






mode of operation using 






slnnnl nnnlipd to front 






oanel GATE BNC 


SIGNAL INPUT 


BNC 


Ac* or coiid pd inout to 






ADC, switch selectable 






Requires positive monopolar 






or Initlnllv nost ti \/<=> nlnolnr 
v-m mi i tut i y wuoi nvc pvi kj \ 






to fiV niilsps with rlsp 






time between 0.2 and Z0 






p.Sec. Minimum duration is 






1 pSec. Internal delay is 






1 jjSec. Input impedance 






is 1 000 ohrriSo 


GATE 


BNC 


Coincidence/ anticoincidence 






input to ADC, switch selectable. 






Reauires ac or dc coud ed 






to 10V Dulses oositive 






from 0V reference, with a 






minimum duration of 1 pSec. 






Timing is determined by 






an internal adjusment which 






nllows thp poinciHpnp.p or 

\A 1 1 w WO 1 1 1 \* \J II 1 w 1 ^ \-* 1 Ivv V 1 






anticoincidence pulse to 






occur before or after the 






input event (nominally set 






at2pSec). Overlap of the 






input event is not necessary 






in either the coincidence 






or anticoincidence mode. 
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Table 3-2 ND560 ADC Rear Panel Control and Connector Functions 



C on tro l/C onnec tor 


Description 


— 

Function 


' A 1 IT AIT 1 r\ 

AUT ALT CLR 


3-position 


OFF: Disables Auto ALT 




T ! f • « 1 

Toggle Switch 


C lear function. When this 






function is disabled, the 






ADC provides a bad data flag 






(ALT*) for an invalid event 






which is cleared upon 






issuance of an external clear 






ADC signal (CLRADC*). 






Data transfered for an invalid 






event will be all zeroes. 






ACT: Enables Auto ALT 






Clear function when the ADC 






is used in the ND4400 






or ND50/50 Analyzer ' 






System When this function 






is enabled, the ADC will 






automatically clear all 






invalid data and will not 






issue a data ready flag thus 






eliminating additional dead 






time due to processing of 






invalid events. 






AC2: Enables Auto ALT 






Clear function when the 






ADC is used in the ND2200 


LGT 


3/4- turn Trim 


or ND2400 Analyzer System 


Adjust linear gate time (LGT) 




Potentiometer 


from 7 to 70 p. Sec. Must 






be set such that the linear 






gate time is greater than 






the rise time of the input 






event 


LIVE TIME/CLOCK TIME 


2-position 


Selects either live or clock 




Toggle Switch 


time gating when the ADC is 






used in the ND2200 or 






ND4400 Analvzer Svstem 


Jl BUSY 


BNC 


Provide a signal which 






resides at +5V when the 






ADC is not busy and at 0V 






when the ADC is busy 






processing data 
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Figure 3-2. ND560 ADC Rear Panel Controls and Connectors 
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Table 3-2. ND560 ADC Rear Pane! Control and Connector Functions (Cont'd) 



C on tro l/C on nec tor 


Description 


Function 


J2 SCA 


BNC 


Provides a nominal +5 
to OV output pulse, 5 pSec 
in duration, for every event 
that falls within the limits 
set by the upper and lower 
level discriminators. 


J3 BLOCK 


BNC 


Requires a OV signal during 
the time the ADC is not busy 
but the lower level 
discriminator is triggered, 
to set the bad data flag 
(ALT*) and reject the data. 
Normally used with the ND521 
M/R Mixer/Rejector,, 


J4 DC STROBE 


BNC 


Accepts a positive 3 to 10V 
pulse, 1 to 10 pSec in duration 
to open the linear gate for 
the predetermined time as 
selected by the LGT control. 
Maximum rate not to exceed 
10 kHz. Input is only 
accepted when the STROBE 
ON/STROBE OFF switch is 
in the STROBE ON position,, 


J5 EXT ZERO 


BNC 


Provides connection for the 
NQ Digital Stabilizer 
(normally equipped with a 
starting BNC). 


J6 EXT GAIN 


BNC 


Provides connection for the 
ND Digital Stabilizer 
(normally equipped with a 
starting BNC). 


50F 


50-pin 


Provides connection to the 




Female Connector 


input/output signals of an 
external analyzer. Refer to 
Table 4-1 for 
individual signal 
terminations. 


Power 


42-pin 


Provides connection for 




Male Connector 


input power from the bin 
power supply. Refer to 
Table 4-2 for individual 
signal terminations. 
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3-5, GENERAL OPERATIONAL CONSIDERATIONS 



3-6. CONVERSION GAIN SELECTION 

3-7, One factor to consider in the selection of the proper conversion gain is storage 
capacity of the analyzer memory being used. Since the number of address advance pulses 
for a full scale (8 volt) input signal corresponds to the CONVERSION GAIN Switch 
positions of 128, 256, 512, 1024, 2048, and 4096, it may seem feasible to select the 
switch position corresponding to the memory size, i.e., for a 1024 channel memory, set 
the switch at 1024, for a 2048 channel memory, set the switch at 2048, etc. This is 
true in some experiments but not necessarily in others,. For example, if the energy of 
interest does not exceed four volts, it would be better to select a conversion gain of 
2048 with a 1024 channel memory size since the spectrum peaks would be spread out over 
the full memory rather than half as would be the case of a conversion gain of 1024 were 
chosen. 

3-8. Another factor to consider is resolution. With the CONVERSION GAIN Switch 
set at 1024, each channel represents 8 millivolts for a full scale 8 volt input. This means 
the voltage levels can be resolved within 8 millivolts of each other, hence the term 
resolution. As the conversion gain is lowered (voltage per channel increased), the resolution 
decreases accordingly. Therefore, if the experiment being performed requires high resolution 
to obtain the desired accuracy, it may be advantageous to use a higher conversion gain 
setting. 

3-9. Still another factor to consider is speed. Since the analysis time for a full scale 
input pulse with the CONVERSION GAIN Switch set at 1024 is twice as long as it is with 
the switch set at 512, it may be feasible to use a lower conversion gain setting when 
speed rather than resolution is desired. However, since the average analysis time rather 
than the maximum is usually used in evaluating the selection of the proper conversion gain, 
the percentage of Increase in speed is considerably less and the loss in resolution may be 
enough to make the increase in speed meaningless. Therefore, first consider how these 
factors will affect the experiment being performed and then select' the conversion gain 
which is most applicable. 

3-10. LOWER LEVEL DISCRIMINATOR ADJUSTMENT 

3-11. In some experiments, intense noise or low energy radiation may be present. To 
reduce the effect of dead time, which is a result of noise analysis, the LLD control must 
be adjusted above the level of the noise. The LLD control biases a transistor circuit such 
that signals below the bias level imposed by this control are not presented to the ADC for 
analysis. For those signals which exceed the bias level, the bias is removed to permit 
the passage of the entire signal. Therefore, a large signal would be analyzed into exactly . 
the same counting channel, independent of the bias, but small signals would not be analyzed, 

3-12. When the analyzer is preoccupied with the useless analysis of noise, most of the 
noise will fall at channel zero. But, since channel zero is reserved for storing of clock 
pulses, it is not always evident that the ADC is preoccupied with noise analysis. 



3-8 



3-13. A percent dead time meter, which is incorporated in the ND565 DTM Module is 
a useful tool in determining whether or not the ADC is preoccupied with the useless 
analysis of noise. This allows the user to determine whether or not the setting of LLD 
control affects the indicated percent dead time, 

3-14. When this is no appreciable noise mixed with the input signal, a minimum LLD 
control setting of 0.3 is usually appropriate. For highest linearity in the lov/er energy 
regions, the LLD Control should be set at the minimum value. However, if there is an 
apparent increase in noise which may be caused by increasing the amplifier gain, the minimum 
setting should be increased accordingly. 

3-15. UPPER LEVEL DISCRIMINATOR ADJUSTMENT 

3-16. The setting of this control selects the triggering level of the upper level discriminator 
circuit,, Input pulses which exceed the bias setting imposed by this control will cause the 
linear gate of the ADC to close, prohibiting the analysis of the input pulse. For most 
experiments, this control is set at maximum (10.0), but can be set as desired depending up- 
on experiment requirements. 



3-17. ZERO LEVEL ADJUSTMENT 



3-18. When the ZERO SUPPRESSION Switches are not used, the FINE ZERO Control is 
used primarily for precise adjustment of energy zero to correspond to the lower boundary 
of channel zero. It will be found that alteration of the CONVERSION GAIN Switch 
changes the energy zero position. It is therefore recommended that the proper setting 
of the FINE ZERO 1 Control to locate the zero energy intercept correctly be determined 
for each of the six conversion gains, in order to facilitate later experimental set-up 
operationso It is likely that a calibration performance check once a month will be adequate 
for most applications, but this must be determined by experience. 
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SECTION IV 
FUNCTIONAL DESCRIPTION 



4-1. GENERA L 

4-2, This section contains theory of operation for the ND560 ADC Module. Theory 
of operation is presented as a general functional description and a detailed functional 
description. 

4-3. INPUT/OUTPUT SIGNAL DESCRIPTION 



4-4. Table 4- "I lists the signal name, the associated pin locations, and a brief functional 
description of the input/output signals for the "pigtail" cable and 50-pin female connector 
on the rear panel of the ND560 ADC Module, Table 4-2 lists the voltages, associated 
pin locations and power requirements of the input power signals for the 42-pin male 
connector on the rear panel of the ND560 ADC Module, 



Table 4-1 "Pigtail" Cable and 50-pin Female Connector I/O Signal Description 



Signal 


Pin 


Description 


ADQ0* 


C 


Buffer Scaler Outputs 


ADC1* 


H 




ADC2* 


M 


The steady state condition of the buffer scaler outputs 


ADC3* 


S 


is+5V. A true condition ("1" state) of a scaler bit is 


ADC4* 


w 


indicated by its buffered output being at 0V during 


ADC5* 


a 


transfer time 


ADC6* 


e 




ADC7* 


k 


Address bits: +5V = 


ADC8* 


r 


0V = 1 


ADC9* 


V 


Output impedance: 6 kohm ("0" state), to +5V 


ADC 10* 


z 


Output current: 5 mA, maximum ("1" state) 


ADC11* 


DD 




ATR* 


Y 


ADC Transfer Input 
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Table 4-1 "Pigtail " Cable and 50-pin Female Connector I/O Signal Description (Cont'd) 



Signal 


Pin 


Description 






The steady state condition of signal ATR* should be +5V. 
A transfer will occur when signal ATR* goes from +5 to 
OV any time after a conversion is completed. A minimum 
pulse duration of 2 pSec is required. Signal ATR* can be 
replaced by output signals BCB* and BF* if BF* is inverted 
and then combined with BCB* in a NAND gate. 


CLRADC* 


c 


Clear ADC Input 

The steady state condition of signal CLRADC* should be 
+5V The ADC will reset when signal CLRADC* goes from 
+5 to OV any time after an address has been transferred. 
A minimum pulse duration of 1 pSec is required CLRADC* 
causes signal BF* to return to +5V. 


SS* 


d 


Single Sample Input 

Signal SS* is normally open. When operating in the 
coincidence mode, bringing signal SS* to ground (OV) 
disables the coincidence circuits causing operation in 
a straight singles mode. 


ADCB* 


h 


ADC Busy Output 






Signal ADCB* represents the time the ADC cannot , 
validly accept input' pulses. Signal ADCB* is at 
+5V when the ADC is not busy and at OV when 
it is busy and cannot validly accept input pulses 
Signal ADCB* can be used for live time control „ 


REJ* 


i 


Reject Input 

Signal REJ* is normally open. When signal REJ* is brought 
to ground (OV) the remaining events are rendered invalid 
and rejected o 


READY* 


n, EE 


Ready Output 

The steady state condition of signal READY* is+5V. 
Upon completion of a conversion, signal READY* goes to 
OV to signal the external computer to supply signal ATR* 
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Table 4-1. "Pigtail" Cable and 50-pin Female Connector I/O Signal Description (Cont'd) 



Signal 


Pin 


Description 


CT* 


E 


C lock Time Output 

Signal CT* is open except when rear panel LIVE TIME/ 
CLOCK TIME Switch is in the CLOCK TIME position, then 
signal CT* is held at ground (OV) . 


MS* 


F 


Multiscale Input 

Signal MS* is normally open . When using the ADC as a 
single channel analyzer in multichannel scaling experiment, 
signal MS* should be brought to ground (OV) . Signal MS* 
at OV provides signal CLRADC* after each processed 
evento 


BALT 


K,L 


Buffer Alter Output 




'1 


Signal BALT is at +5V when information is acceptable 
and at OV when information is to be rejected. 


ELG* 


P 


Enable Linear Gate Input 






Signal ELG* should be +5V or open to enable the linear 
gate or OV to disable the linear gate. 


BF* 


R 


Buffer Free Output 

The steady state condition of signal BF* is +5V Upon 
starting a conversion, signal BCB* and then signal BF* 
go to OV. At completion of a conversion, signal BCB* 
goes back to +5V and BF* remains at OV until signal 
CLR ADC* causes BF* to return to +5V. Signal BCB* 
at +5V and signal BF* at OV indicates a conversion 
is complete. 


A* 


U 


Analyze Input 






Signal A* should be at OV to enable to ADC or at +5V 
to disable the ADC. 


BCB* 


t,V 




Buffer Converter Busy Output 

The steady state condition of signal BCB* is +5V Signal 
BCD* is at +5V when the converter is not busy and at +0V 
when it is busy. 
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Table 4-1 "Pigfaii" Cable and 50-pin Female Connector I/O Signal Description (Cont'd) 



Signal 


Pin 


Description 


DC COM 


S, BB, FF 


Logic Signal Common 


LLD 


AA 


Lower Level Discrminator Output 

The steady state condition of signal LLD is +5V. 
When the lower level discriminator is triggered by an 
input pulse, signal LLD goes to OV. 


ACL RON 


HH 


Auto Clear On Output 

Signal ACLRON is open when the rear panel AUT ALT 

\ \ \\ c\av i 'fr* ri i c i n l*K o /xi i ni* /xi ? Pi rsc i f* i r^v\ nv\ r\ n m\/ \a/ K ^ r\ 
vLI\ aYY 1 ivil 1*5 III IIIU nv^ I Ul r~\\**£* kJLsai 1 1 \J\ I vJllvJ U 1 \J V W M cif 1 

the switch is in the OFF position . 


Table 4-2, 42-pin Male 


Power Connector Signal Description 


Signal 


Pin 


Description 


+6V ' 
+ 12V 
-12V 
+24V 
-24V 
DC COM 
DC COM 


10 
16 
17 
28 
29 
34 
42 


+6 Vdc @ 800 mA (see note below) 

+ 12 Vdc @ 840 mA (see note below) 

-12 Vdc @ 15 mA 

+24 Vdc @ 1 15 mA 

-24 Vdc @ 1 15 mA 

Power return ground 

High quality ground 



NOTE 



If a +6 Vdc supply is available, 800 mA is automatically switched 
from the +12 Vdc supply to the +6 Vdc supply. 
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NOTES: 

1 - ILL 01 DOES ARE 1N9140R EOU I VALENT , EXCEPT IS NOTED. 

2 - ALL RESISTORS ARE t/4U, ;5% , EXCEPT SS NOTED. 

3 - ALL CAPACITORS ARE pf, EXCEPT *S NOTED . 

4 - I.C VOLTAGES. EXCEPT AS NOTED : 

14 "IN DIP, PIN (?) GNO: PIN (14) »SV 
H PIN DIP, Pl« (8) GNO: PIN (16) *5V 
24 PIN DIP, PIN (12) GNO: PIN (24) +5V 
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